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9. While Test Strip is still in the Meter, touch edge of Test Strip Sample Tip to e
drop of Control and allow drop to be drawn into Test Strip. Remove Test s

Strip from the drop when dashes appear across the Meter Display. Meter is
testing.

Note: If Meter does not begin testing soon after drawing up sample (dashes - -
appear in the Display), release and discard Test Strip. Repeat the test with

a new Test Strip. If problem persists, See Troubleshooting, Section 7.

10. Control Test result is displayed. Compare the Meter result to the Control g

Range printed on the Test Strip vial label for the Control level that is being Lot  L-003
tested. If the result is in range, the System can be used for testing blood. If ERPT 201

the result is not within range, repeat the test using a new Test Strip. St
_ 3 247335 my/dL

Note: Performing a Control Test at temperatures above or below room
temperature (59° - 86°F) may cause the Control to read as a blood test.

CAUTION! If Control Test is outside of the correct range, perform test again ‘
using a new Test Strip and a new drop of Control. If the result is .
still outside the correct range, the System should not be used for
testing blood. Call for assistance (see front cover for phone

number).

11. Record the result in the TRUE2go Daily Quality Control Log (see Forms,
Section 9).

12. Hold the Test Strip vial with Test Strip pointing down. Press the Strip
Release Button to release and discard the Test Strip into an appropriate
container. The Meter turns off.
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Blood Glucose Testing

Sample Information

Fresh, capillary whole blood from the finger or forearm is the recommended
sample to be used for testing blood glucose. Always check with the Doctor or
Diabetes Healthcare Professional before using a sample from the forearm.
Results from the forearm are not always the same as results from the fingertip.
Use fingertip instead of forearm:

- Within 2 hours of eating, exercise, or taking insulin,

- If the patient’s blood glucose may be rising or falling rapidly or their
results often fluctuate,

- If the patient is ill or under stress,

- If the glucose result may be low or high,

- If symptoms of low or high glucose levels may not be evident.?

Note: Venous whole blood drawn in EDTA (purple top tube) or heparin (green
top tube) may be used for testing. Use venous blood within 30 minutes of
collecting for best results. Mix tube contents gently before using. Serum,
clotted blood, and plasma cannot be used with the TRUE2go System.

For evaluation where TRUE2go blood glucose results are compared to blood
glucose results given by a laboratory instrument, it is recommended that
capillary or venous whole blood obtained from the same sampling site be used
for both the laboratory instrument as well as the TRUE2go System. Laboratory
tests should be performed within 30 minutes of a blood glucose meter test to
minimize the changes in glucose values due to glycolysis. Results from the
TRUE2go System are considered accurate if within + 20% of laboratory results.
If patient has recently eaten, finger results from the TRUE2go System can be up
to 70 mg/dL higher than venous laboratory results.’

The TRUE2go System cannot be used on neonates. Perform laboratory glucose
results on critically ill patients.

WARNING!
TRUEctest Blood Glucose Test Strips utilize glucose dehydrogenase-PQQ
(GDH-PQQ). The TRUE2go System MUST NOT be used for the following
patient conditions:
*  Peritoneal dialysis patients receiving dialysis solutions containing
icodextrin (e.g. Extraneal®, Icodial®) that is metabolized to maltose,
* Injection or infusion of solutions containing galactose or maltose,
including some human immunoglobulin preparations
(e.g. Octagam®, WinRho®, SDF Liquid, HepaGam B"),
*  Patients undergoing xylose absorption testing,
* Patients receiving intravenous solutions containing maltose as a
substitute for glucose or as a means for patient hydration,

28



TRUE2go™ Quality Assurance / Quality Control Manual

*  Any drugs, including any investigational drugs and those made by
compounding pharmacies, which contain or metabolize to maltose,
galactose, or xylose (Orencia®, Adept®, Bexxar®)

Using the TRUE2go System for testing patients with the above situations may
result in falsely high glucose results. A falsely elevated glucose result may
cause a patient or healthcare professional to take appropriate steps to bring

the blood glucose in normal range, including giving insulin. The inappropriate

use of insulin could lead to unconsciousness, severe hypoglycemic coma and
possible death. More information may be found in the TRUETfest Test Strip
Instructions for Use or at

www.fda.gov/BiologicsBloodVaccines/SafetyAvailability/ucm154213. htm.'

Obtaining a Blood Sample for Blood Glucose Testing

Refer to your facility approved method for lancing to obtain a blood sample for
blood glucose testing. Follow OSHA precautions for blood-borne pathogens.

Note: Lancets are for single use only.
Tips for Fingertip Sampling

1. Select fingertip. Clean area with soap and warm water, rinse or use an
approved disinfectant to clean the area. Dry thoroughly.

2. Lance fingertip.

3. To help blood drop form, lower the hand to a level below the heart and
gently massage the finger from palm to fingertip. Allow the blood drop to
form before attempting to apply the Test Strip.

4. Discard all biohazard materials into appropriate container.
Tips for Forearm Sampling

e Check with your Doctor or Diabetes Healthcare Professional to see
if forearm testing is appropriate for the patient.
* Results from the forearm are not always the same as results from
the finger.
*  Use finger for testing instead of forearm for more accurate results;
- Within 2 hours of eating, exercise, or taking insulin,
- If'the patient’s blood glucose may be rising or falling rapidly or
their results often fluctuate,
- If the patient is ill or under stress,
- If'the glucose result may be low or high,
- If symptoms of low or high glucose levels are not evident.’
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1. Select area. Clean the area with soap and warm water, rinse or use an o
approved disinfectant. Dry thoroughly.
@

2. Rub area vigorously or apply a warm, dry compress to increase blood flow. — \ \W R
N\

3. Lance forearm.

4. Discard all biohazard materials into appropriate container.

LOT  1-003
CEXP 2010/10/31
1 3161 mg/dL
How to Perform a Blood Glucose Test 2§17 mgd

3 247-335 mg/dL

1. Check dates on Test Strip vial label.
* Do not use Test Strips 4 months past written opened date or GDH-PQQ

after EXP date printed on Test Strip vial label.

2. Clean the area to be lanced with an approved disinfectant. Dry thoroughly.

3. Remove one Test Strip from Test Strip vial by pressing up under the Test Lift Up
Port of the Meter attached to the Test Strip vial. Close Test Strip vial To Open
immediately by pressing firmly down on the top of the Test Port area. Press Down

To Close

Note: The TRUE2go is a no-coding system, which means the Meter does not have
to be coded to each lot of test strips.

Note: Use Test Strips quickly after removal from Test Strip vial. Test Strips that
have been left out of the vial too long will give an error message. If error
message displays, release and discard the old Test Strip and test with a
new Test Strip.

4. With Meter off, insert the Test Strip Contact End (TRUEtest name facing up)
into the Test Port. The Meter turns on. Keep the Test Strip in the Meter until
the test is complete.

Note: Removing the Test Strip before the result is displayed cancels the test. An
error message appears. Retest with a new Test Strip and do not remove
the Test Strip from the Meter before the result is displayed.

é
5. Wait until the Apply Sample Symbol appears in the Display.
Apply
Note: To mark the test as an alternate site, press the Set Button. .

6. Obtain the blood sample. Allow blood drop to form (see Obtaining a Blood
Sample, Section 4).
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7. With Test Strip still in Meter, touch edge of Test Strip Sample Tip to sample
and hold. Allow blood to be drawn into Test Strip. Remove Test Strip from
sample when dashes appear across the Display. Meter is testing.

Note: If Meter does not show dashes in the Display soon after touching the
sample to the Sample Tip, release and discard the Test Strip. Repeat the
test with a new Test Strip and a new sample. If problem persists, see
Troubleshooting, Section 7.

8. After the test is finished, the blood glucose result is displayed.

9. Hold the Test Strip vial with the Test Strip pointing down. Press the Strip
Release Button to release and discard the Test Strip into the appropriate
container. The Meter turns off.

10. Record the result as required by your facility.

System Out of Range Warning Messages
WARNING!

The TRUE2go System accurately reads blood glucose levels from
20 - 600 mg/dL.

If test result is less than 20 mg/dL, “Le” appears in the Meter Display.
If the test result is greater than 600 mg/dL, “HI” appears in the Meter Display.
ALWAYS repeat the test to confirm low (“Lo”) or high (“HI”) results. If results

still display “Lo” or “HI”, contact the Doctor or Diabetes Healthcare
Professional immediately.
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Memory

Note: Use of the Memory feature may not be suitable for multi-patient use of
the System. Check with the facility procedure/policy before use.

The TRUE2go Meter’s Memory holds 99 results.

The oldest glucose result is removed from the Memory when the Memory is full
and a new glucose result is added.

Viewing Memory

1. Press the Set Button for a few seconds and release. The Meter turns on and
the most recent result in Memory is displayed.

2. Press the Set Button and release to advance to the next result in Memory.
Continue to press and release the Set Button to scroll through the results.
Holding the Set Button scrolls through the results quickly.

Blood test results begin as “R 17 followed by the glucose result. “R 2” follows
with the next glucose result, and so on. (R 3, result; R 4, result; ...).

Control test results begin as “C 1 followed by the Control Test result. “C 2”
follows with the next Control Test result, and so on. (C 3, result; C 4, result; ...).

Alternate site blood test results begin as “A 1” followed by the glucose result. “A
2” follows with the next glucose result, and so on. (A 3, result; A 4, result; ...).
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Caring for the TRUE2go System

Meter

Store the System (Meter, Test Strips, Glucose Control Solution) in an
area protected from liquids, dust and dirt.

Store the System in a dry place at room temperature, 36° - 86°F.

DO NOT REFRIGERATE OR FREEZE.

Wipe Meter with a clean, lint-free cloth dampened with mild
detergent/soap, 10% household bleach and water, or OSHA approved
disinfectant.

Never put Meter in liquids or allow any liquids to enter Test Port.
Do not use alcohol to clean the Meter. Cleaning the Meter with
alcohol WILL cause damage.

TRUEtest Test Strips

Store Test Strips in original vial only. Do not transfer old Test Strips
into new vial or store Test Strips outside of vial.

Write the date first opened on Test Strip vial label. Discard vial and
unused Test Strips if either EXP date printed on Test Strip vial label
or 4 months after date written on vial label has passed.

Close Test Strip vial immediately after removing one Test Strip. Store
in a dry place at room temperature below 86°F.

DO NOT REFRIGERATE OR FREEZE.

Do not reuse Test Strips.

Do not bend, cut or alter Test Strips in any way.

TRUEtest Glucose Control Solution

Write the date first opened on Control bottle label. Discard bottle if
either EXP date printed on bottle label or 3 months after date written
on bottle label has passed.

After use, wipe bottle tip clean and recap tightly.

Store at room temperature, 36° - 86°F.

DO NOT REFRIGERATE OR FREEZE.
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(Continued from previous page.)

Battery Replacement

If “Lb” or “db” appears in the Display, change the battery. Use only a new 3V
non-rechargeable lithium battery (#CR2032)

1. Remove Meter from vial (see Attach/Remove TRUE2go Meter to TRUEtest
Test Strip Vial, Section 2).

2. Turn Meter over to see the Meter label and Battery Cover.

3. Place the edge of a coin into the slot located in the center of the Battery
Cover. Twist coin slightly counterclockwise until Battery Cover is loose.
Remove coin from slot.

4. Holding the Meter over your other hand, turn the Meter over so the Meter
Display faces up. The Battery Cover and battery drop out.

5. Turn Meter back over. Replace battery with a new 3V non-rechargeable
lithium battery (#CR2032), positive (“+”) side facing up.

6. Replace Battery Cover, with slot facing up and metal tips in slots. Firmly
push Battery Cover down using the edge of the coin and turn the coin
slightly clockwise to close.

7. Discard the old battery in an appropriate container.
8. Press the Set Button to turn the Meter on. If Meter will not turn on, check

that the battery was installed properly with “+” facing up. If not, remove and
reinsert battery and try again. Call for assistance if problem persists.

9. Once Meter turns on, re-attach Meter to vial (see Attach/Remove TRUE2go
Meter to TRUEtest Test Strip Vial, Section 2).

Caution! Batteries may explode if mishandled or incorrectly replaced. Do not
dispose of battery in fire. Do not take apart or attempt to recharge
battery. Dispose according to local/country regulations.
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Troubleshooting

The following is a brief guide for Troubleshooting the most common errors
when using TRUE2go. If any problems arise that cannot be resolved by using
this guide or the Display Messages, please call for assistance.

1) After inserting Test Strip into Test Port, Meter does not turn on.

Test Strip is inserted upside down or backwards.

- Remove Test Strip. Re-insert Test Strip correctly.

Strip not fully inserted.

- Remove Test Strip. Re-insert Test Strip fully into Meter.

Strip error.

- Remove Test Strip. Repeat with new Test Strip.

Dead or no battery.
- Replace battery.

Battery in backwards.

- Check placement of battery. Battery positive (“+7) side must
face up.

Meter error.
- Call for assistance.

2) After applying the sample to the Test Strip, test does not start / Meter does
not begin testing.
Sample too small.

- Repeat test with a new Test Strip and a larger sample drop.

Sample applied after two minute automatic shut- off of Meter.
- Repeat test with a new Test Strip and apply sample within 2
minutes.

Problem with Test Strip.

- Repeat test with a new Test Strip.

Problem with Meter.

- Call for assistance.
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Display Messages

Display

Reason

Action

Temperature Error
Too cold or too hot for
testing.

Move System to area between 50°-104°F and wait 30
minutes for System to reach room temperature before
testing.

Sample not detected or
using wrong Test Strip

Retest with a new TRUEtest Test Strip and a larger
sample.

Used Test Strip, Test Strip
outside of vial too long,
sample on top of Test Strip

Repeat with a new Test Strip. Make sure sample is
touched to edge of Sample Tip. If error persists, call for
assistance.

Meter error

Call for assistance.

Test Strip error

Retest with a new Test Strip. If error persists, call for
assistance.

Test Strip removed during
test

Retest with a new Test Strip. Make sure result is
displayed before removing Test Strip.

Memory Error

Result was not recorded into Memory. Retest with a new
Test Strip.

Low Battery

About 50 tests can be performed before battery dies.
Replace battery.

Dead battery

Replace battery.

Out of range high results
> 600 mg/dL

b
LLJ

Out of range low results
<20 mg/dL

WARNING!

Retest with a new Test Strip.
If result is still “HI” or “Lo”,
contact Doctor immediately.

WARNING!

If error message still appears after action, any other error messages appear that are not shown
above, or troubleshooting does not solve the problem, call for assistance.
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TRUE2go Blood Glucose System Training Certification Program

Trained and competent testing personnel are essential to good quality testing and patient care. Waived
testing sites are subject to a high rate of personnel turnover. Personnel should be trained and competent
in each test they will perform before reporting patient results. In addition, training should include
aspects of safety (including Universal Precautions) and QC. The Risk Management and Chief Medical
Officer, and other persons responsible for overseeing testing should ensure that testing personnel
receive adequate training and are competent to perform the procedures for which they are responsible.’

Certificate Information

Home Diagnostics, Inc. (HDI) provides a training certificate for the use of the TRUE2go Blood
Glucose Monitoring System for point-of-care multi-patient facilities. The Training Certificate provides
a record that the person listed on the Certificate has been trained correctly in the use of the TRUE2go
System and understands all procedures and limitations concerning the TRUE2go System.

A. Certified Trainer

Certified Trainers are personnel from the facility who have received a Trainer’s Certificate from
Home Diagnostics, Inc. To obtain a Trainer’s Certificate, the person must:

1. Watch and understand the TRUE2go Clinical Instruction Video.

2. Read and be familiar with the entire Quality Assurance/Quality Control Manual and all product
Instructions for Use (Test Strip, Glucose Control Solution, Owner’s Booklet).

3. Complete the Training Checklist and Post Test included in this Manual.

4. Submit completed Post Test to:

HDI/LTC Training Certification
Attn.: Technical Services Manager
2400 NW 55th Ct.

Fort Lauderdale, FL 33309

Home Diagnostics, Inc. will return a Trainer’s Certificate upon satisfactory completion of the Post
Test (100% score required). Upon receiving the Trainer’s Certificate from HDI, Certified Trainers
are qualified to train appropriate personnel at their facility to be Approved Testers. Training
Checklists and Certificates must be filed in the employee’s file at the facility.

e RISK MANAGEMENT AND CHIEF MEDICAL OFFICER MUST BE CERTIFIED
ACCORDING TO THIS TRAINING CERTIFICATION PROGRAM.

* CERTIFIED TRAINERS MUST BE RE-CERTIFIED EVERY 12 MONTHS.

Home Diagnostics will make every effort to contact your facility to inform you of expired
training certificate and the need to complete the re-certification process.
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B. Approved Testers

Approved Testers must be trained by Certified Trainers before they perform Control Tests or blood
glucose testing using the TRUE2go System. To become an Approved Tester:

1. Watch the TRUE2go Clinical Instructional Video.

2. Successfully complete the Training Checklist under the instruction of a Certified Trainer.

3. Demonstrate the proper technique for testing with the TRUE2go System using the appropriate
blood and Control samples.

4. Identify the facility’s Quality Control Policy and Procedures, including documentation of Quality
Control.

Upon the person’s satisfactory completion of the above, the Certified Trainer documents the
training, signs the Training Checklist and files the completed Checklist in the employee’s file at the
facility.

APPROVED TESTERS MUST BE RE-TRAINED EVERY 12 MONTHS BY A CERTIFIED
TRAINER.
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TRUE2go™ Blood Glucose System Training Checklist (Please print)

Name Date / /

Title

Facility

Confirmed by Certified Trainer (print name and sign)

1. The Tester has completed the following:

_Viewed the Clinical Training Video

_ Read the Owner’s Booklet

_ Read the Test Strip Instructions for Use (Insert)

_ Read the Glucose Control Instructions for Use (Insert)
____ Read the QA/QC Manual

2. The Tester understands the following:

_ Use of the TRUE2go System in a clinical setting

_____ CLIA regulations for point-of-care blood glucose testing

_____ System specifications

_ Limitations and critical safety information, including that the TRUE2go System must not be
used for certain patients (neonates, peritoneal dialysis patients, etc.)

3. Familiarization with the components of the System.
a. Meter

Location of serial number for the Meter
Location of phone number for assistance
Review of Meter buttons and functions

b. Test Strips

_ Identifies lot number

_ Writes open date on Test Strip vial label

_ Understands the Expiration Dates, both printed and written

_ Reviews proper handling of Test Strips including recapping of the Strip vial immediately
after removing Test Strip

_ Demonstrates proper insertion of the Test Strip into the Meter

¢. Glucose Control Solution

_ Identifies lot number

_ Writes open date on Control bottle label

_ Understands the Expiration Dates, both printed and written
_____Identifies Control level

_ Identifies Control ranges
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TRUE2go™ Blood Glucose System Training Checklist (Please print)

Name

4. Quality Control Tests

_____Understands the purpose of the automatic self-check of the Meter upon insertion of Test Strip
into Test Port

____Understands the purpose of Control Tests, the frequency of testing, and the number of Control
levels to be tested

_ Understands the testing temperature range and what may result if testing temperature is out of
range

___ Identifies correct (unopened vs. opened) Expiration Dates on the Control bottle

_ Identifies the correct Control range for the Control level and understands the troubleshooting
if the Control Test result is not within the acceptable range

_____ Demonstrates the procedure using the Glucose Control Solution

_ Records the Control Test result on the TRUE2go Daily Quality Control Log

5. Blood Collection

____Understands the proper technique of capillary blood collection for both finger and forearm
samples

____Understands when finger should be used instead of forearm

_____ Demonstrates the ability to obtain a sufficient amount of blood for testing from both a finger
tip and forearm

_Understands facility’s procedure on obtaining venous blood samples and the correct tubes to use

6. Demonstration of Blood Glucose Testing

Demonstrates proper blood glucose testing procedure for the TRUE2go System
Understands the proper blood application to the Sample Tip and the significance of the
symbols in the Display

7. Patient Blood Glucose Test Results

_ Demonstrates the proper documentation of test results

_ Understands the troubleshooting if test results are not within the patient target range (e.g.,
perform Quality Control Tests, repeat test, possible therapy change after consultation with
Doctor or Diabetes Healthcare Professional, etc.)

_ Understands that use of Memory feature may not be appropriate for multi-patient facilities.

_ Proper disposal of biohazardous materials per facility policy and procedures

8. Care and Storage

Understands any cleaning procedure in case of contamination of blood borne pathogens
Demonstrates battery replacement
Understands proper storage of Meter, Test Strips, and Glucose Control Solution
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TRUE2go™ Blood Glucose System Certified Trainer Post Test (Please print)

Name Date / /

Title

Facility

Does the facility corresponding to this Training Certification provide any of the following patient
services? Yes No

- Peritoneal dialysis with solutions containing icodextrin (e.g. Extraneal, Icodial) that is
metabolized to maltose,

- Injections or infusions of solutions containing galactose or maltose, including some human
immunoglobulin preparations (e.g. Octagam),

- Xylose absorption testing,

- Intervenous solutions containing maltose as a substitute for glucose or as a means for patient
hydration,

- Drugs, including investigational drugs and those made by compounding pharmacies, which
contain or metabolize maltose, galactose, or xylose.

Address

Phone/Fax

E-mail Address

True or False

1. All Healthcare Professionals performing blood glucose monitoring using the TRUE2go System
should complete the training program.

True False
2. The TRUE2go System can be used on neonates.
True False

3. A patient receiving peritoneal dialysis with Extraneal® or Icodial®, or solutions containing maltose or
galactose (such as Octagam®) can be tested using the TRUE2go System.

True False
4. The TRUE2go Meter may be used without attachment to the Test Strip vial.

True False
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TRUE2go™ Blood Glucose System Certified Trainer Post Test (Please print)

Name

5. Quality Control Testing should be performed a minimum of once per day.
True False

6. Any control solution can be used with the TRUE2go System.
True False

7. Critically ill patients (shock, hyperglycemic-hyperosmolar state, with or without ketosis) should be
tested with the TRUE2go System.

True False

8. If the Meter becomes soiled, wipe it off with a lint free cloth dampened with an OSHA approved
disinfectant.

True False
9. The battery should be replaced with an AAA alkaline battery.

True False

Multiple Choice (choose only one answer for each question)
1. Training on the use of the TRUE2go System consists of reviewing the following:

a) The Clinical Instructional Video

b) The QA/QC Manual

¢) The Owner’s Booklet

d) Test Strip Instructions for Use

e) Control Solution Instructions for Use
f) All of the above

2. If a point-of-care blood glucose test is ordered on a patient, the tester must:

a) Identify treatment(s) patient may be on or starting

b) Identify drug therapy(ies) patient may be on or starting

c) Identify and use appropriate point-of-care blood glucose testing system
d) All of the above
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TRUE2go™ Blood Glucose System Certified Trainer Post Test (Please print)

Name

3. The TRUE2go System utilizes the following enzyme to test for glucose:

a) Glucose oxidase (GO)
b) GDH-PQQ
¢) GDH-NAD
d) GEH-PDQ

4. The TRUE2go System must not be used for the following patient conditions:

a) Peritoneal dialysis patients receiving dialysis solutions containing icodextrin (e.g.
Extraneal®, Icodial®) that is metabolized to maltose

b) Injection or infusion of solutions containing galactose or maltose, including some
humanimmunoglobulin preparations (e.g. Octagam®)

c) Patients undergoing xylose absorption testing

d) Patients receiving intravenous solutions containing maltose as a substitute for glucose or as
a means for patient hydration

e) Any drugs, including any investigational drugs and those made by compounding pharmacies.
which contain or metabolize to maltose, galactose, or xylose

f) All of the above

5. Using the TRUE2go System on the above patients may cause:

a) False low glucose results

b) Meter to malfunction

c) False high glucose results

d) Control solution to read as blood

e) Inappropriate treatment that may result in death
f)aand d

g)cande

h)bande

6. The following sample(s) is/are appropriate for testing on the TRUE2go System:

a) Capillary whole blood from fingertip or forearm

b) Venous whole blood collected in a red top tube

c¢) Plasma

d) Urine

e) Venous whole blood collected in a purple top or green top tube
faandc

g)band d

h)aande
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TRUE2go™ Blood Glucose System Certified Trainer Post Test (Please print)

Name

7. The phone number for assistance is located:

a) On the Owner’s Booklet front cover
b) On the front of the QA/QC Manual
¢) On the back Meter label

d) On the Test Strip Instructions for Use
e) All of the above

8. The following tests are used for Quality Control of the TRUE2go:

a) One level of Glucose Control and a patient sample

b) One level of Glucose Control

c¢) A low level of Glucose Control and a high level of Glucose Control

d) Meter automatic self-test and a minimum of 2 levels of Glucose Control

9. The Glucose Control open bottle expiration date is:

a) One week after opening

b) 120 days after opening

¢) 3 months after opening

d) The date pre-printed on the bottle

10. If the Control Test result is out of range, it may be because:

a) The Control has expired

b) The Test Strip has expired or the vial was not closed

c¢) The cap was left off the Control bottle

d) The open date written on the Control bottle or Test Strip vial has passed
e) All of the above

11. Forearm testing may not be appropriate in the following situations:

a) Within 2 hours of exercise
b) If the patient’s glucose result often fluctuates

c) If the patient is under stress
d) All of the above

12. TRUEtest Test Strips open vial expiration date is:

a) 18 months
b) 12 months
¢) 6 months
d) 4 months
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13. Retraining of all personnel must be performed within

a) 6 months
b) 12 months
¢) 8 months
d) 30 days

14. If after inserting the Test Strip into the Test Port, the Meter does not turn on, the reason could be

a) The Test Strip was inserted upside down
b) The Test Strip was not fully inserted

c) The battery is dead

d) All of the above

For HDI Use Only

Score

Reviewed by Date /
Print name
Sign name

Certificate Issued: Yes No Date / /
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At-Risk Patient Identification Notice
(For patient bedside, with patient chart and in applicable treatment areas)

WARNING!

Do not use TRUE2go System
for Blood Glucose Testing!

Patient on peritoneal dialysis

Patient receiving solutions containing galactose or
maltose, including some human immunoglobulin
preparations

Patient undergoing xylose absorption testing

Patient receiving IV solution containing maltose

Patient receiving drug that contains or metabolizes
maltose, galactose, or xylose

WARNING!
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TRUE2go Limited Lifetime Warranty

Home Diagnostics, Inc. provides the following Warranty to the original
purchaser of the TRUE2go Blood Glucose Meter:

1) Home Diagnostics, Inc warrants this Meter to be free of defects in materials
and workmanship at the time of purchase. If the Meter is ever inoperative,
Home Diagnostics, Inc. will replace the Meter with an equivalent Meter, at
its option, at no cost to the purchaser. Failure of the Meter due to abuse or
use not in accordance with the instructions for use is not covered by this
Warranty.

2) This Warranty does not include the battery supplied with the Meter.

3) Do not take the Meter apart. This action will void the Warranty and cause the
Meter to display false results.

4) The duration of any implied Warranty, including any implied Warranty of
merchantability or fitness for a particular purpose shall be limited to the
lifetime in use with the original user in accordance with any state law to the
contrary.

5) Home Diagnostics, Inc. disclaims liability for incidental or consequential
damages for breach of any expressed or implied Warranty, including any
implied Warranty of merchantability or fitness for a particular use with
respect to the Meter. Some states do not allow the exclusion or limitation of
incidental or consequential damages, so the above limitations or exclusion
may not apply.

6) This Warranty gives the user specific legal rights, and the user may also have
other rights which vary state to state.

Your Home Diagnostics, Inc. Technical Service Representative will be able to
provide detailed information regarding procedures for returning your Meter, if
necessary.
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